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Abstract
Artificial neural networks (ANNs) are evaluated for spectral interference correction 
using simulated and experimentally obtained spectral scans. Using the same data set 
(where possible), the predictive ability of shallow depth ANNs was validated against par-
tial least squares (PLS, a traditional chemometrics method). Spectral interference (in the 
form of overlaps between spectral lines) is a key problem in large-size, long focal length 
inductively coupled plasma-optical emission spectrometry (ICP-OES). Unless corrected, 
spectral interference can be sufficiently severe to the point of preventing precise and 
accurate analytical determinations. In miniaturized, microplasma-based optical emission 
spectrometry with a portable, short focal length spectrometer (having poorer resolution 
than its large-size counterpart), spectral interference becomes even more severe. To cor-
rect it, we are evaluating use of deep learning ANNs. Details are provided in this chapter.
Keywords: artificial neural networks (ANNs), artificial intelligence, machine learning, 
deep learning, spectral interference, PLS, ICP, microplasma, portable optical emission 
spectrometry
1. Introduction
According to Webster’s dictionary, a neural network is defined as “a computer architecture in 
which a number of processors are interconnected in a manner suggestive of the connections between neu-
rons in a human brain and which is able to learn by a process of trial and error”. The “processors” maybe 
© 2018 The Author(s). Licensee InTech. This chapter is distributed under the terms of the Creative Commons
Attribution License (http://creativecommons.org/licenses/by/3.0), which permits unrestricted use,
distribution, and reproduction in any medium, provided the original work is properly cited.
individual computers, but they do not have to be. Typically, such “processors” reside in the 
same computer and most frequently are referred to as “neurons”. Also according to Webster’s 
dictionary, artificial is something “made or produced by human beings rather than occurring natu-
rally, typically as a copy of something natural”. In this chapter, spectral interference correction in 
optical emission spectrometry (OES) will be discussed, using artificial neural networks (ANNs).
Spectral interference (a long standing problem in optical atomic spectrometry [1–4]) arises 
when a spectral line emitted from an analyte (defined as the chemical species of interest) 
in an analytical sample (i.e., one to be used in chemical analysis) is overlapped with (or 
interfered by) a spectral line emitted from another chemical constituent that is also present in 
the same sample or in the sample’s matrix (defined as whatever an analyte is in). For example, 
Zinc (Zn) as an analyte (A) in an iron-rich soil matrix. In a widely used, 6000–10,000 K hot, 
inductively coupled plasma (ICP), iron (Fe) can emit as many as 4000 spectral lines, whereas 
Zn has less than 10 sensitive (i.e., analytically useful) lines, thus making interference from an 
Fe line (e.g., from the soil matrix) on a Zn line likely. An additional example will be discussed 
in conjunction with the simulated spectral windows shown in Figure 1.
Assuming that all species involved (per legend of Figure 1) are present in a sample and 
that they all are at equal concentrations, only Copper (Cu, at 213.853 nm) and Nickel (Ni, 
at 213.856 nm) are shown to overlap with the Zn spectral line (at 213.856 nm). Per legend, and 
Figure 1. Spectral interferences in a simulated 100 pico-meter (pm)-wide spectral window (between 213.806 and 
213.906 nm) centered on the analyte zinc (Zn) 213.856 nm spectral line.
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with all participating species at equal concentrations, the spectral lines of V (Vanadium), 
W (Tungsten) and Re (Rhenium) are not sufficiently intense to be considered (or even to be 
graphed). However, if the concentrations of these elements is higher (e.g., by 10–100 times) 
rather than equal to that of the analyte Zn, they will have to be considered. Other elements 
from the periodic table do not have to be considered even if they are present in the sample 
or its matrix, because they do not emit spectral lines in the 100 pm-wide spectral window of 
interest. From this, the significance of spectral interference begins to emerge.
A more dramatic (and yet very realistic example) will be drawn from the practice of elemental 
analysis by optical emission spectrometry and will be discussed in conjunction with the data 
shown in Figure 2. In this example, Arsenic (As) is the Analyte (or simply A) and Cadmium 
(Cd) is the Interferent (or simply I). It is worth noting that water contaminated by As is a key 
problem worldwide affecting the health and well-being of more than 100 million inhabitants 
worldwide because As occurs naturally in the soil surrounding water wells used as drinking 
water supply in many parts of the world.
In the example shown in Figure 2, the intensities of the spectral lines of the As (Analyte, A) 
and of Cd (Interferent, I) are about equal (as indicated by the horizontal dashed line posi-
tioned on the intensity axis) crossing at 1 (the intensity axis was normalized to the maximum 
intensity of the As spectral line, the intensity of the Cd line was scaled accordingly). To pro-
duce a 1:1 intensity ratio of A:I, the concentration ratio of A:I was 1:0.3 (due to the different 
sensitivities of the spectral lines involved). Furthermore, in actual practice, an analyst would 
Figure 2. Simulation of the spectral response obtained from a spectral scan (solid line) when using an optical emission 
spectrometer and a mixture containing arsenic (As) as the analyte (A) and cadmium (Cd) as the Interferent (I). 
C = concentration (regardless of units).
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only observe the “added” or measured response shown by the solid line in Figure 2. The indi-
vidual responses obtained by the simulations (shown in using the dashed and the dotted lines 
in Figure 2) will not be observed and they have been added to facilitate discussion.
In this example, the intensity of the combined spectral response for As and Cd (i.e., one 
obtained by adding the individual responses for As and Cd from a sample containing both 
As and Cd, and shown by the solid line in Figure 2 or by experimentally measuring the 
combined response), is slightly more than 1.2 (indicated by the horizontal dotted line). 
Clearly, if the Cd interference on As is left uncorrected, the concentration of As will be 
reported to be higher than it actually is, in this example, by about 20%. Errors as large as 
the one discussed here are unacceptable in analytical determinations due to potential legal 
or regulations compliance reasons or health implications (e.g., as used in clinical analysis 
for medical diagnostics). In analytical practice (e.g., by commercial chemical analysis labo-
ratories), spectral interference is addressed routinely using a number of methods, as will be 
briefly outlined below.
Several approaches have been used to correct the adverse effects of spectral interference. 
These traditional methods can be roughly divided into three categories: Chemistry-based 
approaches (i.e., via a chemical separation of an analyte from its matrix), Physics-based 
approaches (e.g., through use of high resolution spectrometry) and Mathematics-based (or 
statistics-based) approaches (e.g., via use of inter element correction factors or through use 
of Chemometrics). Briefly:
• Chemistry-based approaches involve removal of either the analyte or the interferent using, 
for instance, some form of sample processing (e.g., via chemical separation). In general, 
approaches that require use of additional sample processing and manipulation steps are 
time-consuming and labor-intensive, thus adding to the overall cost per analysis [1–4].
• Physics-based approaches, such as use of high resolution spectrometry.
 ○ Use of high resolution spectrometry [1] to resolve spectral interferences is not feasible 
in routine analytical laboratories because spectrometers with high resolution (e.g., those 
with a long focal length) are expensive and they drift.
 ○ Use of a non-interfered spectral line. This is not always possible, especially if an analyte 
has few spectral lines useful for analytical determinations and the interferent has many 
(per Zn and Fe example discussed in the introduction).
• Mathematics-based (or statistics-based) approaches, include:
 ○ Use of inter element correction (IEC) factors [5], in which the intensity of a spectral line 
of an interferent is measured at a different wavelength, and a correction factor is applied. 
Depending on the type of spectrometer used, this is not always possible.
 ○ Use of chemometrics methods [6–15], defined as those involving the “application of math-
ematical or statistical methods for the treatment of chemical data”. Among others, examples of 
chemometrics approaches include adaptive filtering, factor analysis, orthogonal polyno-
mials or curve fitting techniques.
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Unlike the traditional approaches outlined above, ANNs have been “designed to find rela-
tionships in multi-variate data through learning” [16–19] that is to “learn by example’. As such, 
they provide an attractive alternative to the traditional methods mentioned above. Due their 
unique capabilities and their significance in this work, a brief background on ANNs will be 
provided next.
2. Brief background on ANNs
ANNs fall under the umbrella of artificial intelligence (AI), a general term used to describe 
machines displaying human-like intelligence (presently, only in specific domains). Synonyms 
used in this field are reflective of the preferences of individual research groups. Examples 
of synonyms include cognitive computing, computational intelligence, and machine learn-
ing in which a machine is trained to use data (e.g., spectra, images, text, or speech) so that it 
can learn from examples on how to perform a task. These AI methods (no matter what they 
are called) are contrary to conventional programming paradigms in which explicit program 
instructions are issued to tell a machine how to perform a task.
ANNs were inspired by biological neurons, and in many respects they mimic them. The ideas 
behind artificial neurons and their networks date back to the late 1940s and early 1950s followed 
by the landmark description of the perceptron [20] (a linear classifier, developed in the late 1950s). 
The influential paper by Hopfield [21] in 1982 addressed the limitations identified by Misnky 
and Papert and it opened the field of ANNs to their application in a diversity of disciplines [20]. 
To provide few examples, ANNs have been applied to different areas ranging from finance, to 
engineering, to physics, to chemistry, to geology, and to medicine and pharmacy. As already 
been mentioned, a unique advantage of neural networks is their ability to “learn by example”.
In chemical analysis, interest in ANNs begun around the mid-1980s. Since then, ANNs 
have been applied to many chemistry-related areas, limited examples include of IR- and 
UV-spectra, classification, calibration, nuclear magnetic resonance (NMR), and ion mobility 
spectrometry (IMS). In my lab, we have been applying ANNs for spectral interference correc-
tion in analytical atomic spectrometry [22–27].
A comprehensive description of the theory and practice of ANNs is beyond the scope of this 
chapter. Briefly [28–32], an ANN is formed by using many individual artificial neurons. An exam-
ple of an artificial neuron is shown in Figure 3a. Neurons are typically organized in layers. The 
weight (that is the strength of the connection between each neuron) is adjustable. Furthermore, 
each neuron has its own weighted inputs and its own transfer function (Figure 3b). The transfer 
function is a mapping operation of an input to a neuron or a layer to its output, for example, a 
linear transfer function (Figure 3a); a log-sigmoid function or a hard limit function.
In ANNs, learning can be supervised or unsupervised. In supervised learning (used in this 
work), the network adjusts its internal parameters (e.g., weights) so that a user-specified (i.e., 
expected) or target-value at the output is reached. At this stage, the error (defined as the differ-
ence between the output provided by the network and the target output provided by the user) 
is computed. Using a “learning rule”, the weights are adjusted until the error mentioned above 
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is minimized. The learning rate, determining the rate (or speed) at which the weights change is a 
key parameter. This is because if the learning rate is too fast (and as a consequence the learning 
step is too large), the network may become unstable. Conversely, if the learning rate is too slow 
(due to use of a very small learning step), the network may take too long to converge, or it may 
get trapped at a local minimum. The challenge is to seek a balance between learning rate and con-
vergence to the lowest possible minimum. To find the minimum, a gradient descent algorithm 
(i.e., finding the derivative, typically using the chain rule for derivatives) with momentum (m) 
was used. Specifically, a fraction m is added to the previous weights to update the current weight. 
This approach ignores small ridges in the error surface, thus reducing the possibility of being 
trapped at a local minimum. Momentum values ranging anywhere between 0 and 1 can be used. 
A backpropagation of errors algorithm is often used with gradient descent method applied and 
it was employed here. To generalize, backpropagation strives to find a set of weights that mini-
mize the errors by gradient descent between the output of the network and the target output.
The predictive ability of an ANN depends on the transfer function (Figure 3b), on the learn-
ing rule applied and on the network’s architecture. The architecture of the network consists 
of the number of neurons in each layer, on the number of layers involved, on the transfer 
function, and on how the layers are connected to each other (and to the network’s inputs). 
Sequential, feed-forward architecture is the most the most widely used [28–32]. In this archi-
tecture, each neuron is connected to previous neurons and its output becomes an input to 
the neighboring neurons. An example of spectral scans used for training purposes of a feed-
forward network architecture is shown in Figure 4.
For validation of network performance (i.e., the ability to predict A (analyte) and I (Interferent) 
concentrations) when given an “unknown” scan (i.e., one in which the network is asked to pre-
dict the correct or expected value), one spectral scan at a time is fed into the network (bottom 
frame of Figure 4) and the network returns a “predicted” concentration for the Analyte (A) 
and for the Interferent (I). For validation (as is typical in this field of research), the perfor-
mance of ANNs was compared with the performance of a typical chemometric method, such 
as partial least squares (PLS).
Figure 3. (a) Simplified illustration of a neuron and (b) of a linear transfer function. As shown above, the input to a 
neuron incorporates an adjustable input bias, b. The input x is multiplied by the strength of the weight (w), and the 
weight is being adjusted during learning. The product w*x is passed through a transfer function (F).
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3. Brief background on PLS
The key objective in PLS or PLS regression (as it is often called), is to develop a mathemati-
cal model relating spectral response (e.g., via spectral scans) in the concentration-range of 
interest for an interfered analyte. In this case, a calibration model is developed using one of 
the several PLS algorithms, in this work, a non-linear iterative partial least squares (NIPLS) 
algorithm was used. For more details on PLS, the review Geladi and Kowalski [33] is recom-
mended. Additional references abound, for brevity only selected few are listed [34–40].
In PLS, an appropriate number of latent variables (or principal components) must be used, 
otherwise if a small number of variables is employed, the model becomes inadequate; if a 
large number is utilized both noise and signal are modeled. For comparison purposes, (where 
possible) the same spectral scans were used to evaluate the predictive ability of PLS and of 
ANNs. An example of spectral scans used with PLS is shown in Figure 5.
Figure 4. ANNs-top frame: Example spectral scans used as a training set. The intensity between scans is different because 
the concentrations (and hence intensities) of Analyte (A) and Interferent (I) are different. Multiple scans are shown in the 
top half, each scan (with data points taken typically every 0.080 nm) was fed individually into the network (bottom half).
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4. Experimental
For both ANNs and PLS, MatLab (www.mathworks.com) with the neural network and the 
PLS toolbox were used. To eliminate the effects of instrument-drift (often referred to as 1/f 
noise) and (potentially) eliminate any other instrument-induced errors, initially both ANNs 
and PLS were tested using in-house developed spectral simulation software. An example out-
put of this software has been shown in Figure 1. The variables tested and the ranges used are 
listed in Table 1 and will be briefly discussed next.
Random noise level: Spectral simulations were used to study the effect of random (white) 
noise, because simulations do not suffer from drift (or 1/f noise) and because a pre-deter-
mined amount of noise can be easily added to a simulated spectral scan.
Wavelength separation: What is meant by wavelength separation Δλ (typically in a few pm) 
is shown in Figure 6. Spectral overlaps can be distinguished as “direct overlaps” (Figure 6a), 
intermediate overlaps (Figure 6b), and “wing type” overlaps (Figure 6c). The question 
Figure 5. PLS-top frame: Example spectral scans. Bottom frame: Simplified diagram of the PLS algorithm. To facilitate 
meaningful comparisons, simulations and experimentally obtained spectral scans (where possible) were the same as 
those used for ANNs.
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addressed was “how far does an interfering spectral line have to be (in units of Δλ) before its effect on 
the analyte spectral line is negligible?” As listed in Table 1, the effect of Δλ on predictive ability 
was as large as 15 pico-meter (pm).
Intensity ratio A:I affects the measured (or combined) response. For practical reasons, differ-
ent ratios were used for simulations (Table 2) and for spectral scans (Table 3). An example is 
shown in Figure 7.
The spectral lines used for the spectral simulations are listed in Table 2 and those used for the 
experimentally obtained spectral scans in Table 3.
Variables tested Range of test values Experimental approach
Random noise level 0, 3, 6, 9 to 18 (%) Simulations only
Wavelength separation (Δλ) 0, 3, 5, 7, 9, 15 (pm) Simulations and spectral scans
Intensity ratio 1:0.01 to 1:0.98 (~1:1) Simulations and spectral scans
Wavelength shift ±0.5 to ±1.8 (pm) Simulations and aligned spectral scans
Table 1. Variables potentially affecting predictive ability of ANNs and PLS.
Figure 6. Wavelength separation (Δλ). (a) “direct spectral overlap”, small Δλ, (b) intermediate case, (c) “wing spectral 
overlap”, large Δλ. Depending on Δλ, the max measured response in the spectral axis visually “appears” to have shifted 
(but actually it has not), the visual effect is due to the presence of the interferent. The intensity was scaled to a max of 
100% (for A) with I scaled appropriately. Intensities >100% are due to combined contributions of A and I.
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No. Elements Spectral line pairs, wavelength (nm) Wavelength separation (pm)
1 Zn and Ni 213.856 and 213.856 0
2 Cr and Pt 267.716 and 267.715 1
3 Zn and Cu 213.856 and 213.853 3
4 Ni and Cr 232.003 and 232.008 5
5 B and Mo 208.959 and 208.952 7
6 Be and V 313.042 and 313.027 15
Table 3. Analyte and Interferent line pairs used for the experimentally obtained spectral scans.
No. Elements Spectral line pairs, wavelength (nm) Wavelength separation (pm)
1 Zn and Ni 213.856 and 213.856 0
2 Cr and Pt 267.716 and 267.715 1
3 Zn and Cu 213.856 and 213.853 3
4 Ni and Cr 232.003 and 232.008 5
5 B and Mo 208.959 and 208.952 7
6 Ca and Co 315.887 and 315.878 9
7 Be and V 315.042 and 313.027 15
Table 2. Analyte (A) and Interferent (I) line pairs used in spectral simulations.
Figure 7. Effect of A:I intensity ratio. The intensity axis was scaled to a max of 100% (for A) with I scaled appropriately. 
Intensities >100% are due to combined contributions of A and I.
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For the experimentally measured scans, a sequential, optical emission spectrometer (OES, 
a Czerny-Turner scanning monochromator) with a focal length of 0.75 m, an 1800 grooves/
mm holographic grating, a photo multiplier tube (PMT) detector, and an ICP were used 
(Varian Liberty 100). The total weight of this instrument was 300 kg. This ICP-OES system 
was selected due to its spectral resolution and its ability to scan user-defined spectral win-
dows. A diagram is shown in Figure 8 and it included here to facilitate explanations of some 
experimental observations made during the course of this research.
A liquid sample is introduced into a 1–2 kW plasma (Figure 8). For simplicity, assume that the 
plasma generates only two spectral lines (at wavelengths λ
1
 for Analyte A and λ2 for Interferent I) from a sample introduced into it. Scanning a wavelength-window (dotted line, bottom of Figure 8) 
is accomplished using two mechanisms, one, by initially rotating the computer-controlled 
grating. Once the beginning of the desired wavelength range has been reached, further scan-
ning is obtained by rotating the computer-controlled scanning plate. To complete a scan, 
Figure 8. Illustration of the 75 cm focal length (f) scanning spectrometer, scans were 60–160 points.
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the scanning plate is stopped and a measurement of the intensity is made at the wavelength 
where the plate was stopped. Then, the wavelength is incremented (typically by about 
0.01 nm) by rotating the plate and another measurement of the intensity is made and so on 
until the desired spectral range has been covered (typically ~0.100 nm). In other words, a scan 
is accomplished using a step-measure-and-repeat process. The dots in the “example spec-
tral scan” (Figure 8) indicate intensity measurements at each step, the presentation software 
simply “connects-the-dots”. Such experimentally obtained spectral scans were used for both 
ANNs and PLS.
Wavelength shift (misalignment): When repeatedly scanning the same spectral window, it 
was discovered that scans were offset from each other. An example is shown in Figure 9a. To 
address the effect of this spectrometer limitation, a fixed amount of a reference element was 
added to the A and I mixtures. The reference element was selected so that (where possible) 
its spectral line was separated from the analyte and from the interfering peaks. Subsequently, 
the spectral scans were corrected by manually aligning them with respect to the marker peak 
(Figure 9a). An example is shown in Figure 9b.
The intensity ratio of A:I ranged between 1:1, 1:0.01, and 1:0.01, for both simulations and 
experimental spectral scans. A:I ratios higher than 1:1 were not tested because they were 
deemed too unrealistic for practical analytical applications. If A:I is higher than 1:1, an alter-
native spectral line (if possible) should be used or, the sample may have to undergo some 
form of chemical separation (per Section 1).
5. Results and discussion
From the large number of experiments that were run (Tables 2 and 3), for brevity, only a few 
results will be included here (and are briefly discussed below).
Figure 9. Wavelength shift (misalignment) due to scanning plate (Figure 8) reset-errors. (a) Experimentally obtained 
signal response from Zn (Analyte) + Cu (Interferent) plus V (added to generate a marker peak). And (b) same as (a) but 
after manual alignment of spectral scans. See text for discussion.
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5.1. Effect of A:I intensity ratio on predictive ability of ANNs and PLS for different Δλ
The predictive performance of ANNs and PLS was found to be inter-dependent on two key 
variables, specifically A:I ratio and Δλ. Experimental results summarizing absolute |Error| 
are shown in Figure 10.
It can be concluded that ANNs (with an average prediction error of the concentration of an Analyte 
(A) of ~4.1%) performed equally as well as PLS (with an average prediction error of ~4.4%).
5.2. Effect of added white (random) noise on prediction of A:I ratios
To avoid the effect of 1/f noise, only simulated spectral scans were used for noise-studies. 
Noise levels tested were as high as an (unrealistic for practical applicability) 18%. Results are 
shown in Figure 11.
Figure 10. Predictive ability of ANNs and PLS using only four pairs (selected for clarity) of overlapping spectral lines 
(scans obtained experimentally) with their Δλ ranging between 0 and 15 pm.
Figure 11. Predictive ability of ANNs and PLS for six pairs of simulated spectral lines with their Δλ ranging from 0 to 
15 pm and with % added random level noise added ranging from 0 to 18% (with two traces overlapping).
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The predictive ability of ANNs (on the average) was 5.0%, and of PLS was (on the average) 
5.1%. As expected, prediction errors increased as noise levels increased. A key difference 
between ANNs and PLS is that PLS did poorly when Δλ was 0 pm (even at very low noise 
levels). Interestingly, from the simulated spectral scans when 0% noise was added (Figure 11) 
both ANNs and PLS had a prediction errors (on the average) of less than 1%, essentially the 
predictions were error free. Thus, it can be concluded that (likely) predictive ability was noise-
depended (or noise-limited).
6. Conclusions (when using a large-size ICP spectrometer)
Shallow depth ANNs for spectral interference correction were experimentally evaluated using 
a large-size ICP spectrometer with a scanning monochromator (Figure 8) that had resolution 
typical of commercial systems. The ability of ANNs to predict the concentration of an Analyte 
(A) in a mixture of A with an Interferent (I) was used a key figure-of-merit and it was stud-
ied extensively (Figures 10 and 11). To validate predictive ability, predicted A concentrations 
by ANNs were compared with those obtained by PLS. Using experimental spectral scans, the 
average prediction error for ANNs was 4.1% and for PLS was 4.4%. Simulations were used to 
understand the origin of prediction errors for both of these methods. The average errors in pre-
dictive ability for simulated spectral scans and for Analyte (A) by ANNs was 5.0% and for PLS 
was 5.1%. The higher errors obtained when using simulations over those obtained when using 
experimentally obtained spectral scans is likely due to use of high (by experimental standards) 
levels of noise. When low levels of noise were used, the prediction errors were less than 1% 
(Figure 11). In other words the predicted concentrations by both methods were essentially error 
free. Clearly, methods capable of better discriminating between signals and noise are desirable.
ANNs may also find applicability in portable, miniaturized systems that can be used for “tak-
ing part of the lab to the sample” types of applications. Due to the short focal length of portable 
spectrometers employed in miniaturized systems, such spectrometers suffer from significant 
spectral overlaps (but not from wavelength shift). Interference using miniaturized systems 
will be discussed next.
7. Spectral interference correction in miniaturization using ANN-based, 
deep learning approaches
7.1. Why miniaturization?
We have been developing and characterizing miniaturized plasmas in the form of microplas-
mas [41–48] that we fabricated using a variety of fabrications technologies [49–52] for taking 
part of lab to the sample types of applications [53–60]. Microplasmas are arbitrarily defined as 
those with one critical dimension in the micrometer regime. To enable use of a non-thermal, 
non-equilibrium microplasma with an optical emission spectrometer outside of a lab, use of a 
portable spectrometer is also required.
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It is expected that a miniaturized system of the type shown in Figure 12 will find wide appli-
cability in many analytical situations. For example, in environmental monitoring for testing of 
water quality on-site (e.g., drinking water, lake water, river water, and ground water). Water 
monitoring is significant to this geographical area because Ontario alone has 250,000 lakes. 
Outside of Ontario (and Canada), and as already mentioned, Arsenic (As) in water wells 
affects more than 100 million inhabitants worldwide. Other examples of potential environ-
mental uses include air quality monitoring (e.g., sick building syndrome), safety and secu-
rity. In clinical analysis, such a portable, “shoe-box size” instrument could be used to test 
Figure 12. Illustration of a miniaturized microplasma-based optical emission system. Such a system may find use for 
chemical analysis on-site. The ability to obtain analytical results on-site and in (near) real-time is in stark contrast to the 
traditional sample collection-in-a-field and chemical analysis-in-a-lab approaches. On-site analysis has the potential to 
alter the traditional chemical analysis paradigm in which samples are collected in a field and are brought to a lab for 
analysis.
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Pb (Lead) concentrations in blood (in the US alone, every child under the age of 7 has to be 
tested for potential elevated Pb concentrations in their blood); Na and K have to be measured 
in blood (Na and K concentration-determinations are mandatory in any medical checkup); 
Li (Lithium) in blood must be measured in certain cases because Li-containing medications 
are often prescribed as mood stabilizers. In space exploration, a system of the type shown in 
Figure 12 may be used in studies involving Ca loss in bones during space flight. This limited 
set of examples has been included here to highlight potential applicability of miniaturized, 
microplasma-based optical emission spectrometry systems.
An example of a battery-operated, 3D-printed microplasma coupled to a portable, fiber-optic 
emission spectrometer is shown in Figure 12. All components shown in Figure 12 can fit 
inside a shoe box.
For a system of the type shown in Figure 12, in addition to requiring a battery-operated, light-
weight, miniaturized plasma source (for use on-site rather than in a lab), the spectrometer 
must also be portable (generally meaning that it must have a short focal length). However, as 
the focal length of the optical spectrometer is reduced (e.g., from 75 cm as shown in Figure 8 
to about 12.5 cm as shown in Figure 12), resolution decreases and spectral overlaps become 
more prevalent. An example is shown in Figure 13.
Some specifics: in optical emission spectrometry, resolution (R = λ/Δλ) is defined as the abil-
ity to baseline resolve two closely spaced wavelengths (Figure 13, left frame). As already men-
tioned, for use on-site, a portable optical spectrometer (with a short focal length) is required. 
But as focal length decreases, resolution degrades. And as resolution degrades, spectral over-
laps become more severe, thus making spectral interference correction essential. To demon-
strate the severity of spectral overlaps and the need for spectral interference correction, the 
superimposed spectra of Europium (Eu), Strontium (Sr), and Lead (Pb) shown in Figure 14 
and will be used as an example.
Shown in Figure 14 are three spectra obtained by introducing individually (or separately) 
into a microplasma (Figure 12) equal concentrations of Eu, Pb, and Sr. and to facilitate discus-
sion, the spectra have been superimposed and graphed together. In a hypothetical sample 
Figure 13. Left frame: Spectral window showing two Cu lines (acquired using a long focal length spectrometer, for 
example, one shown in Figure 8) demonstrating baseline resolution. Right frame, spectra from 200 to 850 nm acquired 
using a spectrometer with a short focal length (Figure 12, StellarNet co, http://www.stellarnet.us/). Right frame (insert): 
In this case, the same Cu lines cannot be resolved. Each 200–850 nm spectrum (or full spectral scan) is 2048 data points.
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containing these three elements, Sr. is the analyte and Eu and Pb are the interferents. The most 
intense Sr. line (at ~460 nm) is directly overlapped by two Eu lines (at ~459 nm). The second 
most intense Sr. line (at around 407 nm) is overlapped by the most intense Pb line (at 405 nm), 
and the third most intense Sr. line (~ 421 nm) is also directly overlapped by a Eu spectral line. 
Clearly in this example interference free determinations of Sr. are not possible, thus making 
spectral interference correction essential. In this laboratory, an ambitious goal of using ANN-
based deep learning approaches is being pursuit. Deep learning approaches can handle larger 
amounts of data (as opposed to shallow depth ANNs), and they are claimed to have improved 
abilities to distinguish signals from noise, thus likely having improved predictive abilities.
7.2. ANN-based deep learning
Similar to conventional or shallow depth ANNs (i.e., those with a few network layers, 
Figure 4), deep learning neural nets (or deep neural networks, or DNNs for short), have 
numerous hidden layers. An example is shown in Figure 15a. A key advantage of deep learn-
ing [61–65] ANNs versus shallow depth ANNs is that in deep learning the network continues 
to learn as the amount of data increases, thus increasing its learning and (likely) predictive 
abilities (thus reducing %|Error| of prediction). In sharp contrast, shallow depth ANNs (e.g., 
with a few layers) although they may outperform deep learning when using relatively small 
data sets, their learning and predictive abilities plateau (Figure 15b).
At present, deep learning is receiving significant attention. A limited number of examples 
include IBM’s Watson [66], a reportedly $24 billion investment so far); Google is offering 
a time-limited free access to cloud machine learning [67]; Mobile Eye is marketing their 
advanced driver assist system (ADAS) claiming that it has been installed in many self-driving 
cars [68]; NVIDIA is marketing graphics processing units (GPUs) with deep learning abili-
ties [69]; Intel, a semiconductor fabrication house has a sizable investment on deep learning 
[70]; OpenText [71] is using deep learning in the name of Magellan to rival IBM’s Watson; 
Qualcomm is a fabrication house of CPUs for smartphones offers a software kit for neural 
Figure 14. Spectral overlaps observed when using Eu (solid line), Sr (dashed line), and Pb (dotted line).
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networks [72]; Samsung is developing deep learning approaches for heath applications [73]; 
Noah’sArkLab [74] funded by Huawei (a telecom company), is heavily investing in deep 
learning; Microsoft is offering a (currently free) “cognitive toolkit” for deployment of deep 
learning approaches [75]; and Apple is offering developers machine learning tools [76] for 
inclusion into any iOS app. Apple is also publishing their Machine Learning Journal. Overall 
and one way or another, all of these companies are either using or promoting use of ANN-
based deep learning.
We are experimenting with deep learning for spectral interference correction using a minia-
turized, portable spectrometer (of the type shown in Figure 12) using data of the type shown 
in Figures 13 and 14.
8. Overall conclusions
ANNs proved effective at addressing the key problem of spectral interference encountered in 
optical emission spectrometry. Due to the relatively small number of data points used (e.g., 
60–160), training and validation times did not become bottlenecks. To obtain method valida-
tion (as is typical in chemical analysis), ANNs were compared to PLS. It was concluded that 
the predictive ability of both methods was at ~5% and that both methods were noise-limited. 
Thus, our attention has now been turned to ANN-based deep learning approaches that are 
reported to have improved abilities to distinguish signals from noise. Deep learning is being 
evaluated for use in miniaturized systems (with short focal length, portable spectrometers) in 
which spectral interference is typically more severe than those of long focal length, large-size 
spectrometers. It is expected that application of deep learning approaches has the potential to 
lead to portable chemical analysis instruments that are “smaller, cheaper, smarter and faster” at 
producing precise and accurate analytical results on-site [53]. On-site analysis capabilities have 
the potential to cause a paradigm shift in classical chemical analysis (caption of Figure 12) 
by allowing practioners “to bring part of the lab to the sample” so that analytical results can be 
obtained in-situ and in (near) real-time. Although large-size and miniaturized plasma-based 
instruments were used as an ANN application example, it is expected that the ideas presented 
here will have wider applicability to include non-plasma-based chemical analysis instru-
ments regardless of their size.
Figure 15. (a) Deep learning neural nets with every neuron connected to all neurons in neighboring layers (where n 
maybe in the millions of layers). (b) Sketch of predictive (and learning) abilities of shallow depth and deep learning 
ANNs versus the amount data used in a training set.
Advanced Applications for Artificial Neural Networks244
Artificial Neural Networks (ANNs) for Spectral Interference Correction Using a Large-Size…
Acknowledgements
Financial assistance from Natural Sciences and Engineering Research Council (NSERC) of 
Canada is gratefully acknowledged. A special thank you to Dr. Harold Szu for the numerous 
discussions we have had (VK) on ANNs during several SPIE conferences.
Author details
Z. Li, X. Zhang, G. A. Mohua and Vassili Karanassios*
*Address all correspondence to: vkaranassios@uwaterloo.ca
Department of Chemistry and Waterloo Institute for Nanotechnology, University of Waterloo, 
Waterloo, Ontario, Canada
References
[1] Montaser A, Golightly DW, editors. Inductively Coupled Plasmas in Analytical Atomic 
Spectrometry. 2nd edition. NY: Wiley-VCH; 1992
[2] Boumans PWJM, editor. Inductively Coupled Plasma Emission Spectrometry. Part 2, 
NY: Wiley; 1987
[3] Tompson M. Handbook of Inductively Coupled Plasma Spectrometry. NY: Chapman 
Hall; 1989
[4] Nolte J. ICP Emission Spectrometry. NY: Wiley-VCH; 2003
[5] Griffths ML, Svozil D, Worsfold PJ, Denham S, Evans EH. Comparison of traditional and 
multivariate calibration techniques applied to complex matrices using inductively cou-
pled plasma atomic emission spectroscopy. Journal of Analytical Atomic Spectrometry. 
2000;15:967-972
[6] Varmuza K, editor. Chemometrics in Practical Applications. InTech, HR; 2012
[7] Lavine BK, Workman Jr. J. Chemometrics. Analytical Chemistry. 2013;85(2):705-714
[8] Andrade-Garda JM, editor. Basic Chemometric Techniques in Atomic Spectroscopy, 2nd 
edition. RSC; 2013
[9] Kumar N, Bansal A, Sarma GS, Rawal RK. Chemometrics tools used in analytical chem-
istry: An overview. Talanta. 2014;123:186-199
[10] Vogt F. Quo vadis, chemometrics? Journal of Chemometrics. 2014;28(11):785-788
[11] Jančić-Stojanović B, Rakić T. Chemometrics in data analysis and liquid chromatographic 
method development. Chapter 13 in Analytical Separation Science. NY: Wiley; 2015
ifi i l l         
http://dx.doi.org/10.5772/intechopen.71039
245
[12] Pawar HA, Kamat SR. Chemometrics and its Application in Pharmaceutical Field. 
Journal of Physical Chemistry & Biophysics. 2014;4(6):169
[13] Mark H, Workman Jr. J. Chemometrics in spectroscopy, a series of tutorial articles in 
the column entitled Chemometrics in Spectroscopy, appeared from September 2014–June 
2017. http://www.spectroscopyonline.com/column-chemometrics-spectroscopy [Accessed 
July 2017]
[14] Otto M. Chemometrics: Statistics and Computer Application in Analytical Chemistry. 
3rd ed. NY: Wiley; 2017
[15] de Harrington PB. Automated support vector regression. Journal of Chemometrics. 
2017;31(4):1-14
[16] Schalkoff RJ. Artificial Neural Networks. India: McGraw Hill; 2011
[17] Krenker A, Bešter J, Kos A. Introduction to artificial neural networks, Chapter 1. In: 
Suzuki K, editor. Artificial Neural Networks—Methodological Advances and Biomedical 
Applications. InTech Open, HR; 2011
[18] Hagan MT, Demuth HB, Beale MH, De Jesús O. Neural Network Design. 2nd ed. Boston: 
PWS Pub.; 2014
[19] Lin S-B. Limitations of shallow nets approximation. Neural Networks, 2017;94:96-102
[20] Marini F, Bucci R, Magri AL, Margi AD. Artificial neural networks in chemometrics: 
History, examples and perspectives. Microchemical Journal. 2008;88:178
[21] Hopfield J. Neural networks and physical systems with emergent collective computa-
tional abilities. Proceedings of the National Academy of Sciences. 1982;79:2544
[22] Li Z, Karanassios V. Development of artificial neural networks for spectral interference 
correction in optical emission spectrometry. Proceedings of SPIE. 2011;8058:80580J
[23] Li Z, Huang S, Karanassios V. Further development of ANNs for spectral interference 
correction in optical emission spectrometry. Proceedings of SPIE. 2012;8041:8401Y1
[24] Li Z, Zhang X, Karanassios V. Artificial neural networks compared to partial least squares 
(PLS) for spectral interference correction in optical emission spectrometry. Proceedings 
of SPIE. 2013;8750:87500C1-87500C7
[25] Li Z, Zhang X, Karanassios V. Verification of the performance of artificial neural net-
works (ANNs) versus partial least squares (PLS) for spectral interference correction in 
optical emission spectrometry. Proceedings of SPIE. 2014;87500:87500C1-87500C7
[26] Li Z, Zhang X, Karanassios V. How do artificial neural networks (ANNs) compare to 
partial least squares (PLS) for spectral interference correction in optical emission spec-
trometry? Proceedings of SPIE. 2015;9496:94960M1-94960M8
[27] Li Z, Karanassios V. Artificial neural networks (ANNs) versus partial least squares (PLS) 
for spectral interference correction for taking part of the lab to the sample types of appli-
cations: An experimental study. Proceedings of SPIE. 2016;9871:97810M1-94960M8
Advanced Applications for Artificial Neural Networks246
[28] Cirovic DA. Feed-forward artificial neural networks: Applications to spectroscopy. 
Trends in Analytical Chemistry. 1997;16:148
[29] Jansson PA. Neural networks: An overview. Analytical Chemistry. 1991;63:357A
[30] Zupan J, Gasteiger J. Neural Networks in Chemistry and Drug Design. 2nd ed. NY: 
Wiley-VCH; 1999
[31] Harnahan G. Computational neural networks driving complex analytical problem solv-
ing. Analytical Chemistry. 2010;82:4307
[32] Harnahan G. Artificial Neural Networks in Biological and Environmental Analysis. Boca 
Raton, FL: CRC Press; 2011
[33] Geladi P, Kowalski BR. Partial least squares regression: A tutorial. Analytica Chimica 
Acta. 1986;185:1-17
[34] Abdi H. Partial least squares regression and projection on latent structure regression (PLS 
regression). Wiley Interdisciplinary Reviews: Computational Statistics. 2010;2(1):970106
[35] Hanrahan G. Environmental Chemometrics (Analytical Chemistry). FL: CRC Press; 2011
[36] Andrade-Garda J. Basic Chemometric Techniques in Atomic Spectroscopy. UK: RSC; 
2013
[37] Ballabio D, Consonnia V. Classification tools in chemistry. Part 1: Linear models. 
PLS-DA. Analytical Methods. 2013;5:3790-3798
[38] Xu L, Goodarzi M, Shi W, Cai C-B, Jiang J-H. A MATLAB toolbox for class modeling 
using one-class partial least squares (OCPLS) classifiers. Chemometrics and Intelligent 
Laboratory Systems. 2014;139:58-63
[39] Shan P, Peng S, Tang L, Yang C, Zhao Y, Xie Q, Li Q. A nonlinear partial least squares 
with slice transform based piecewise linear inner relation. Chemometrics and Intelligent 
Laboratory Systems. 2015;143:97-110
[40] Hair J, Hult GTM, Ringle CM, Sarstedt M. A Primer on Partial Least Squares Structural 
Equation Modeling (PLS-SEM). CA: SAGE; 2017
[41] Karanassios V. Microplasmas for chemical analysis: Analytical tools or research toys? 
Spectrochimica Acta Part B. 2004;59:909-928
[42] Karanassios V, Johnson K, Smith AT. Micromachined, planar-geometry, atmospheric-
pressure, battery-operated microplasma devices (MPDs) on chips for microsamples of 
liquids, gases or solids by optical emission spectrometry. Analytical and Bioanalytical 
Chemistry. 2007;388:1595-1604
[43] Weagent S, Karanassios V. Helium-hydrogen microplasma device (MPD) on postage-
stamp-size plastic-quartz chips. Analytical and Bioanalytical Chemistry. 2009;395:577-589
[44] Weagant S, Chen V, Karanassios V. Battery-operated, argon-hydrogen microplasma 
on hybrid, postage stamp-size plastic-quartz chips for elemental analysis of liquid 
Artificial Neural Networks (ANNs) for Spectral Interference Correction Using a Large-Size…
http://dx.doi.org/10.5772/intechopen.71039
247
microsamples using a portable optical emission spectrometer. Analytical and 
Bioanalytical Chemistry. 2011;401:2865-2880
[45] Abbaszadeh S, Karim KS, Karanassios V. Measurement of UV from a microplasma by a 
microfabricated amorphous selenium detector. IEEE Transactions on Electron Devices. 
2013;60(2):880-883
[46] Nguon O, Gauthier M, Karanassios V. Determination of the loading and stability of Pd 
in an arborescent copolymer in ethanol by microplasma-optical emission spectrometry. 
RSC Advances. 2014;4:8978-8984
[47] Nguon O, Huang S, Gauthier M, Karanassios V. Microplasmas: From applications to 
fundamentals. Proceedings of SPIE. 2014;9105:9101061-9101067
[48] Weagent S, Dulai G, Li L, Karanassios V. Characterization of rapidly-prototyped, bat-
tery-operated, argon-hydrogen microplasma on a chip for elemental analysis of mic-
rosamples by portable optical emission spectrometry. Spectrochimica Acta Part B. 
2015;106:75-80
[49] Weagant S, Li L, Karanassios V. Rapid Prototyping of Hybrid, Plastic-Quartz 3D-Chips 
for Battery-Operated Microplasmas. InTech Publishing, HR; 2011. Chapter 10, pp. 1-18
[50] Weagant S, Karanassios V. Battery-operated, planar-geometry microplasma on a post-
age-stamp size chips: Some fundamentals. Proceedings of SPIE. 2011;8024:80240L
[51] Zhang X, Karanassios V. Rapid prototyping of solar-powered, battery-operated, atmo-
spheric-pressure, sugar-cube size microplasma on hybrid, 3D chips using a portable 
optical emission spectrometer. Proceedings of SPIE. 2012;8366:83660D
[52] Shatford R, Karanassios V. Microplasma fabrication: From semiconductor technology 
for 2D-chips and microfluidic channels to rapid prototyping and 3D-printing of micro-
plasma devices. Proceedings of SPIE. 2014;9106:9106H1-9106H7
[53] Weagant S, Smith AT, Karanassios V. Mobile micro- and nano-instruments: Small, cheap 
and under wireless control. ECS Transactions. 2010;28(14):1-6
[54] Trzcinski P, Weagent S, Karanassios V. Wireless data acquisition of transient signals for 
mobile spectrometry applications. Applied Spectroscopy. 2016;70:905-915
[55] Abbaszadeh S, Karim KS, Karanassios V. A microfabricated, low dark current a-Se detec-
tor for measurement of microplasma optical emission in the UV for possible use on-site. 
Proceedings of SPIE. 2013;8726:87260S
[56] Lee D, Dulai G, Karanassios V. Survey of energy harvesting and energy scavenging 
approaches for on-site powering of wireless sensor- and microinstrument-networks. 
Proceedings of SPIE. 2013;8028:8720S1
[57] Badiei HR, McEnaney J, Karanassios V. Bringing part of the lab to the field: On-site 
chromium speciation in seawater by electrodeposition of Cr(III)/Cr(VI) on porta-
ble coiled-filament assemblies and measurement in the lab by electrothermal, NTV 
Advanced Applications for Artificial Neural Networks248
sample introduction and inductively coupled plasma-atomic emission spectrometry. 
Spectrochimica Acta Part B. 2012;78:42-49
[58] Badiei HR, Lai B, Karanassios V. Micro- and nano-volume samples by electrothermal, 
near-torch vaporization sample introduction using removable, interchangeable and 
portable rhenium coiled-filament assemblies and axially-viewed inductively coupled 
plasma-atomic emission spectrometry. Spectrochimica Acta Part B. 2012;77:19-30
[59] Badiei HR, Liu C, Karanassios V. Taking part of the lab to the sample: On-site electrode-
position of Pb followed by measurement in the lab using electrothermal, NTV sample 
introduction and ICP-AES. Microchemical Journal. 2013;108:131-136
[60] Trizcinski P, Nathan A, Karanassios V. Approaches to energy harvesting and energy 
scavenging for energy autonomous sensors and microinstruments. Proceedings of SPIE. 
2017;10194:10194A1-10194A9
[61] Deng L, Yu D. Deep learning: Methods and applications. Foundations and Trends in 
Signal Processing. 2014;7(3-4):197-387
[62] Schmidhuber J. Deep learning in neural networks: An overview. Neural Networks. 
2015;61:85-117
[63] Le Cun Y, Bengio Y, Hinton G. Deep learning. Nature. 28-05-2015;521:436-444
[64] Bengio Y. Machines who learn. Scientific American. 2016;314(6):46-51
[65] Gopnik A. Making AI more human. Scientific American. 2017;316(6):60-65
[66] www.ibm.com/watson/ [Accessed: July 2017]
[67] cloud.google.com/products/machine-learning/ [Accessed: July 2017]
[68] http://www.mobileye.com/future-of-mobility/mobileye-advanced-technologies/ [July 2017]
[69] www.nvidia.com/en-us/deep-learning-ai/ [Accessed: July 2017]
[70] https://software.intel.com/en-us/ai-academy/training [Accessed: July 2017]
[71] https://blogs.opentext.com/introducing-opentext-magellan-power-ai-pre-integrated-
platform-machine-assisted-decision-making/ [Accessed: July 2017]
[72] https://www.qualcomm.com/news/onq/2017/07/25/device-ai-qualcomm-snapdragon-
neural-processing-engine-sdk [Accessed: July 2017]
[73] http://www.samsung.com/global/business/healthcare/insights/news/samsung-applies-
deep-learning-technology-to-diagnostic-ultrasound-imaging [Accessed: July 2017]
[74] http://www.noahlab.com.hk/ [Accessed: July 2017]
[75] https://www.microsoft.com/en-us/cognitive-toolkit/toolkit [Accessed: July 2017]
[76] https://developer.apple.com/machine-learning/ [Accessed: July 2017]
Artificial Neural Networks (ANNs) for Spectral Interference Correction Using a Large-Size…
http://dx.doi.org/10.5772/intechopen.71039
249

